Abstract-A low-power ASIC signal processor for a vestibular prosthesis (VP) is reported. Fabricated with TI 0.35 m CMOS technology and designed to interface with implanted inertial sensors, the digitally assisted analog signal processor operates extensively in the CMOS subthreshold region. During its operation the ASIC encodes head motion signals captured by the inertial sensors as electrical pulses ultimately targeted for in-vivo stimulation of vestibular nerve fibers. To achieve this, the ASIC implements a coordinate system transformation to correct for misalignment between natural sensors and implanted inertial sensors. It also mimics the frequency response characteristics and frequency encoding mappings of angular and linear head motions observed at the peripheral sense organs, semicircular canals and otolith. Overall the design occupies an area of 6.22 mm and consumes 1.24 mW when supplied with V.
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I. INTRODUCTION

L
OCATED in the inner ear, the vestibular system is responsible for maintaining balance, orientation, and stabilizing vision during head motion [1] . By relying on natural motion sensors, semicircular canals and otolith, the peripheral vestibular system detects angular and linear motion, respectively. In turn these signals are coded via firing rates of vestibular neurons that are appropriately associated with the direction of motion. Disorders that affect the vestibular system can lead to dizziness, imbalance, and disequilibrium. In most cases unilateral vestibular dysfunction can be overcome through vestibular rehabilitation exercises [2] . However, when vestibular dysfunction occurs in both inner ears (bilateral) and individuals cannot compensate, there are currently no viable therapeutic options. A treatment option that would increase the quality of life for individuals suffering from bilateral vestibular dysfunction is an implantable vestibular prosthesis (VP). Such a device senses angular and linear head motions through commercial angular velocity and linear acceleration sensors, and utilizes circuitry to process and encode these signals into meaningful information that the vestibular neurons can transmit to the central nervous system (Fig. 1) . Since the implementation of the first VP prototype reported by Gong and Merfeld [3] , various research groups have developed VP systems [4] - [8] . All of these VP systems consistently use off-the-shelf inertial sensors to detect head motion and a host of approaches for the interface circuitry including 1) off-the-shelf components [4] , or 2) custom-design circuitry [5] , or 3) a mixture of both [6] - [8] . While promising results have been reported from animal and human studies using these VPs, the challenge remains to build a complete system that realizes all necessary features in an energy and area-efficient manner. Of these VPs Chiang et al. [4] implements the most compact system but it reveals the need for a more streamlined alternative. For example, the microcontroller has a large footprint of 139.2 mm and consumes 12 mW of power. Inertial sensors are the most significant consumer of power in all VP systems and there has been efforts to reduce sensor power consumption [9] . However, the goal of the work reported here is to provide an energy and area-efficient alternative to a microcontroller-a custom chip that implements the signal processing functions needed for a VP.
The paper is organized as follows. In Section II, we describe the signal processing functions required of a VP to replace lost peripheral vestibular function effectively. In Section III, we provide the design specifications of our signal processor followed by a detailed description of each circuit block with respect to its function. Bench test results are presented in Section IV, followed by a summary of the performance parameters and a discussion of future work in Section V. Lastly, in Section VI we highlight the significance of our study in the context of contemporary vestibular prosthesis research. Fig. 2 . Vestibular prosthesis overview. The signal processor converts analog voltage outputs from inertial sensors ( and ) into frequencies that match firing rates of vestibular neurons. Specifically the signal processor: (1) performs coordinate system transformation to align implanted and natural inertial sensors and optimize stimulation efficacy, (2) implements semicircular canal and otolith neural dynamics, and (3) generates clocks that can drive H-Bridge neural stimulation circuitry.
II. VESTIBULAR PROSTHESIS SIGNAL PROCESSING
Driven by the goal of replicating the peripheral vestibular sense organs, a VP must achieve three main signal processing functions: 1) align implanted and natural inertial sensors and optimize stimulation efficacy, 2) mimic the neural dynamics of the vestibular system, and 3) generate drive signals for neural stimulators that modulate the neural firing rate of vestibular neurons. Fig. 2 depicts a VP from the system level. At the input are analog signals and that represent angular velocity and linear acceleration of 3D head motion. At the output are signals (clock rates of and to drive H-Bridge neural stimulation circuitry at rates matching firing rates of vestibular neurons [10] - [12] . This work pursues a signal processor that realizes the three functions. Each function is described as follows.
A. Coordinate System Transformation (CST)
In the peripheral vestibular system there are three SCCs and two otoliths, each with a direction of maximum sensitivity [1] . Following the surgical implantation of a VP, a coordinate system transformation, implemented as a vector-matrix multiplication, can be used to align the implanted inertial sensors with the natural SCC and otolith [ Fig. 3(a) ]. Furthermore, the vector-matrix multiplication can also serve to improve stimulation efficacy. Small distances between adjacent SCCs/otolith organs ( m) can cause erroneous representation of head motion due to undesirable current spread [ Fig. 3(b) ]. For instance, when an electrode is placed to stimulate the horizontal canal neurons, some posterior canal neurons may be falsely stimulated. Thus a coordinate system transformation can precompensate to offset anticipated current spread [13] . Functionally, the VP is required to perform matrix multiplication on analog signal triplets from the angular velocity and linear acceleration sensors ( and in Fig. 2 ) to transform these signals into corrected modulation signals; and , where and are 3-by-3 and 3-by-2 transformation matrices for angular and linear head motion, respectively. 
B. Neural Dynamics
In addition to angular velocity and linear acceleration, vestibular neurons can vary their firing rates with respect to head motion frequency. Mechanically the SCCs and otoliths have a low-pass effect on neural firing rate as a function of frequency, and reduce firing rate at high frequencies. Likewise, if the frequency of head motion is very small, neural adaptation reduces the firing rates of the SCC and otolith neurons. 1 The dynamics are best described by the following transfer functions for the SCCs and otolith, respectively [15] - [17] (1) (2) 1 Adaptation is defined as the reduction in neuron firing rates during prolonged stimulation [1] . Fig. 4 . Neural firing rate versus head motion relationships. (a) Data from an SCC neuron (redrawn from [22] ). The baseline frequency is the neural firing rate when head is stationary. The asymmetry ratio, ar, is defined as the ratio of firing rates between the excitatory and inhibitory head motions. (b) Data from representative otolith neurons (redrawn from [23] ). Each trace corresponds to a different otolith neuron representing a range of firing rates, , and gains, .
In (1) and (2), typical values for the time constants are s, ms, s, s, and ms. To effectively encode vestibular neural dynamic behavior, the SCC/otolith dynamics are implemented by filtering outputs from the CST block to generate and .
C. Firing Rate Encoding
Both the SCCs and otoliths transduce head motion into the firing rates of vestibular neurons. When the head is stationary (zero motion) the neurons fire at a constant baseline rate ( Hz) [1] . If the head motion is consistent with neural excitation, the firing rate increases ( Hz max.) and if the head motion is in the inhibitory direction, the firing rate decreases ( Hz min.) [18] . There exists an asymmetrical (sigmoidal) dependence of firing rate with respect to head motion as indicated by the curves in Fig. 4 . Based on data collected from SCC and otolith neurons four parameters define the curves; 1) baseline frequency, 2) firing rate range, 3) asymmetry ratio, and 4) gain. To optimize stimulation and comfort levels for a given patient a VP should accommodate programming of the four parameters during a rehabilitation period following implantation. The signal processor allows for varying these parameters and a firing rate encoding stage converts outputs from the neural dynamics filters into pulses having rates of and .
III. CIRCUIT OPERATION
The signal processing functions discussed in the previous section can be performed purely in the analog or digital domains. A guiding design consideration was to maintain the natural human system's signal-to-noise ratio (SNR). Thus the minimum sensation levels obtained by the VP are required to match the human SCCs and otolith. In the case of the SCCs, the target SNR value can be approximated as the ratios of maximum angular velocity of normal head motion to the minimum sensation level of the SCCs. Biological data reveal that angular velocity range of head motions is %/sec [1] , and the detection threshold is 2 %/sec [19] . Based on these values a mid-range SNR value of dB is found for the SCC. For the otolith the linear acceleration range is g, where g is the gravitational acceleration [1] , the detection threshold is 15 mg [20] resulting in a similar SNR. To achieve mid-range SNR while minimizing power and area, subthreshold analog-signal-processing (ASP) techniques are more advantageous over digital [21] . In particular, processing can be achieved simpler in analog compared to digital, which reduces system complexity and therefore total area as well as the power consumption. Besides, ASP saves further power by eliminating the need for power-hungry analog-todigital conversions. Therefore, our custom-design extensively makes use of subthreshold signal processing techniques. Each sub-block design is detailed below with the emphasis on the neural dynamics and the frequency encoding blocks.
A. Coordinate System Transformation: Vector-Matrix Multiplier
A vector-matrix multiplier (VMM) performs a 3-by-3 VMM operation for the SCCs to achieve a coordinate system transformation. The VMM design was presented previously at the 2014 Annual Int. Conf. IEEE Eng. in Medicine and Biology 2 using the TSMC 0.35 m, 4-metal, 2-polysilicon process (Taiwan Semiconductor Manufacturing Ltd., Taiwan) [14] . The design in this work functionally enhances the previous work by generating the clocks for both 3-by-3 and 3-by-2 VMM operations for the SCCs and otoliths. The circuit architecture is the same in both VMMs. However, there are more circuit elements in the 3-by-3 VMM because of the greater number of output channels.
B. Neural Dynamics Filters 1) Selection of the Filter Architecture:
The analog signals from the VMM block can be filtered either using only passive circuit components (R-L-C) or using both active and passive components (e.g., OPAMP-RC, OPAMP-MOSFET-C, switched-capacitor OPAMP, OTA-C filter topologies) [24] - [26] . Considering the lengthy time-constants of vestibular dynamics (in the order of tens of seconds), a passive filter topology is impractical-long time constants would require very large on-chip resistors and capacitors. When considering energy-efficiency and selecting active components, OTAs are advantageous over OPAMPs since they require relatively fewer MOS devices [27] . The power consumed by an OTA-C stage decreases with decreasing bandwidth. Therefore, an OTA-C filter is very desirable for the vestibular application as dB bandwidths of the SCC and otolith transfer functions are very small; Hz and Hz, respectively. When an OTA is biased with a very small current value of 100 pA, to obtain a time-constant of 80 s from a 1st order stage, the capacitance value needs to be nF. This is impractical to implement considering its large footprint. To overcome this issue, a switch that limits the effective output current of the OTA is used [28] . The switch is periodically turned on/off thereby limiting the output current, , and creating an effective current of , where is the duty cycle of , the clock that controls the switch [ Fig. 5(a) ]. As a result very long time constants given by (3) can be achieved. In (3) , is the thermal voltage ( mV at room temperature), C is the capacitance, and is the bias current of the OTA. By varying the pole/zero locations associated with that particular OTA-C element are controlled. This enables individual control over all pole/zero locations of the neural dynamics filters necessary to allow for patient-dependent parameters. In the design there are two additional OTA stages employed in negative feedback: one of them serving as a buffer between two stages and the other as a path for when the switch is off. The switches S1 and S2 are implemented as nMOS and pMOS devices, respectively, thereby eliminating the need for additional digital circuitry to synchronize the clock and its inverse, namely .
Higher-order neural dynamics transfer functions in (1) and (2) are implemented by cascading 1st order OTA-C filters. Filter clocks are generated using glitch circuitry [29] which generates a pulse at the rising-edge of the input clock. The glitch circuitry power consumption increases as the pulse-width of the clock increases. Therefore the duty-cycles of the filter clocks are kept small. The high-frequency components of the signals associated with clocked operation, are removed at a three-cascaded 1st order low-pass filter [ Fig. 5(b) ].
2) SCC Filter: The SCC neural dynamics transfer function given in (1) is decomposed into three 1st order filters; one lowpass (LPF) and two high-pass filters (HPF1 and HPF2). The first stage is the LPF, thereby enabling LPF flicker noise to be filtered by the following HPF stages. It should be mentioned that (1) is derived from firing rate data obtained from animal vestibular neurons. However, the signals filtered here are not firing rate but rather rate sensor signals, where the magnitude of the respective sensor output is proportional to the angular velocity or linear acceleration. Therefore, the gain term in (1), namely , is ignored when implementing the filters. The firing rate gain is controlled at the block following the filters, namely the frequency encoding block.
The schematic of the SCC filter is shown in Fig. 5(c) . Capacitance values are selected such that varying the pulse-width of the associated clock, a range of time-constants, including the typical values from the biological experiments, can be obtained for a reasonably low bias current value of 100 pA. Capacitance and OTA bias current values are pF, pF, nF, nA, pA.
3) Otolith Filter:
The transfer function is decomposed into two stages; a pole-zero doublet, and a LPF stage. The filter schematic is shown in Fig. 5(d) . Capacitance and OTA bias current values are pF, pF, pA, and nA. 
C. Firing Rate Encoding: Frequency Encoding Block (FEB)
1) System-Level Design: A frequency encoding block (FEB) realizes the sigmoid relationship between the head motion (either angular or linear) and the firing rate of the vestibular neurons in Fig. 3 . The FEB implements three specific functions; signal conditioning, core signal processing, and clock generation (Fig. 6) .
The signal conditioning function involves amplification of the input signal of the FEB, which is the neural dynamics filter output signal. A variable-gain amplifier stage is designed to meet the input voltage range requirement of the signal processing sub-blocks.
The signal processing function can be grouped into two categories: introducing the asymmetric sigmoid relationship and implementing frequency modulation. A sigmoid function is implemented in an energy-efficient way by utilizing an OTA in subthreshold region as its output current is related to the input voltage through a tanh function [29] . The bias current of the OTA sets the maximum/minimum values of the output current, which are also the asymptotic maximum/minimum values of the tanh function. The linear-region gain of the OTA, and therefore that of the tanh function, is tuned by means of a linear-range control circuit. To introduce asymmetry to the sigmoid function, the variable-gain OTA output current is weighed with different constants at non-identical current mirrors. These current signals are later summed together at the output node. An offset current entering the output node sets the DC level, which is controlled to vary the baseline firing-rate of the neurons.
The frequency modulation is achieved by a current-controlled oscillator (CCO). An integrate-and-fire circuit is designed for its linear frequency-current relationship and ability to generate the frequencies of interest ( Hz) with very small current values (in the order of nA) [30] .
The clock generation function of the FEB involves generating the clocks to control the switches of an H-Bridge circuit that generates biphasic current pulses to stimulate neurons. A pair of out-of-phase clocks is generated to control an H-Bridge. These clocks are generated by cascading three glitch circuits, which generates a pulse at the falling-edge of the input clock.
2) Variable-Gain Amplifier: Designed as a basic differential pair with resistive loads, the VGA inherently offers high output swing, high linearity, high power supply noise rejection, and simple biasing [ Fig. 7(a) ] [31] . The gain of the VGA is found as (4) where is the gain resistance, the gate coupling coefficient relating gate to channel surface potential, and , the bias current. To lower the output common-mode voltage to a value within the input common-mode range of the next stage, namely the variable-gain OTA; the positive rail of the circuit is grounded. The in Fig. 7(a) (5) where is the bias current controlled by the bias voltage, , and is an attenuation factor given by (6) which is obtained through the attenuation circuit formed by Ma1-Ma4 and set by the bias current, , controlled by the gate voltage of M10, namely . In (6) , is the transconductance parameter, which is a function of mobility and unit gate-oxide capacitance, and is the aspect ratio of transistors Ma1-Ma2. It should be emphasized that (6) is valid only when Ma1-Ma2 and Ma3-M4 are in deep inversion and subthreshold regions, respectively [32] . This condition limits the allowed values for , which creates a lower and an upper bound for . The boundary values of are particularly important in determining the variable-gain OTA input voltage range, which corresponds to normal head motion angular velocity/linear acceleration ranges mapped into neural firing-rates. To allow a wide-range of attenuation factor, the ratio of the sizes of Ma1 (Ma2) to Ma3 (Ma4) is kept very small, and . Large M1 and M2 devices ensure subthreshold operation for a wide range of bias currents A, A). M9 and M10 are sized as long devices to reduce the effect of channel-length-modulation. To enable improved matching, all current mirrors are cascoded structures.
In the design process, a series of curves obtained by simulations were compared to a modified version of the mathematical expression corresponding to the biological data in [33] . The modifications to the original expression in [33] involve removal of the parameters that model the asymmetry, normalize of the magnitude to 1, and change its input variable from 12-bit digitized angular velocity to angular velocity, . Based on simulations, for an input voltage range of mV, the desired steepness that matches with the biological sigmoid curve can be obtained.
4) Asymmetric Current
Mirror: An asymmetric current mirror stage consisting of a series of current mirrors is designed to reflect the asymmetry in the firing rate versus head motion relationship corresponding to the range of excitatory and inhibitory head motions (Fig. 3) . Essentially, the circuit combines two separate lines to generate a piecewise linear function [ Fig. 7(c) ] [34] . The output current of the variable-gain OTA, , is subtracted from an offset current, namely , which is generated as the drain-to-source current of a long-channel nMOS ( m/10 m) and controlled by an offset voltage, namely , applied to the gate of the nMOS (Fig. 7(c)  inset) .
is replicated using current mirrors (source and sink). The resultant current, , is replicated twice to generate and , where . Each replica is fed to one of the two current mirror pairs formed by M4-M7 and M8-M11 to generate and . Because M6-M7 pair is a sink-input current mirror, is non-zero only when . Likewise, M10-M11 is a source-input current mirror, thereby creating a non-zero only if . The output of the asymmetric current mirror; , which is obtained by summation of , and at the output node; is asymmetric across the horizontal level. The exact expression of is as follows: (7) where and and . All current mirrors are designed as cascode structures to reduce mirroring errors. The current mirrors formed by M1-M3, M4-M5, and M8-M9 have unity current-gains. Typical asymmetry ratio values, , in Fig. 3 vary between 2 and 4. To vary the , which is given by , within that range, m is set to and four M11s having n values between 1 and 2 have been implemented. The ar values are varied by changing the M11 connected to the circuit by means of a 1-to-4 line demultiplexer consisting of minimum-size transmission-gates.
5) Current-Controlled Oscillator (CCO):
The current output from the asymmetric current mirror stage is fed to a CCO to generate a master clock, namely . The CCO is a modified version of a self-resetting neuron circuit. [29] [ Fig. 7(d) ]. Setting the capacitor pF, the output frequency range meets the normal firing-rate range observed at the vestibular neurons ( Hz) for a small input current range ( nA). When the low-to-high and high-to-low transitions occur, jumps at the output voltage are reflected to the input through the capacitive divider formed by C1 and C2. The C1 capacitor is set to 60 pF, thereby ensuring the voltage jumps at the input node are sufficiently large to go above and below the switching thresholds of the M1-M2 inverter.
6) Glitch Circuitry: Two clocks (CLK1, CLK2) are generated from the . CLK1 and CLK2 are out of phase by the interphase gap (IPG). A triple cascaded glitch circuitry is designed to generate both clocks [ Fig. 7(e) ]. With this configuration, pulse-widths of CLK1, CLK2, and the IPG can be controlled by their respective bias voltages, , and .
IV. EXPERIMENTAL RESULTS
The design was fabricated in TI 0.35 m two-polysilicon, three-metal CMOS process (Texas Instruments, Inc., Dallas, TX). Optical images and floor plans corresponding to each block are shown in Fig. 8 . The footprints of the 3-by-3 VMM, the SCC filter, the otolith filter, and the V-to-F stage are 1 0.73 mm , 1.42 1.14 mm , 1.34 1 mm , and 0.47 0.65 mm , respectively. In the following sub-sections, a description of the testing procedure, functional verification, noise, and power performance of each block, as well as system-level 
A. Testing Procedure
Each block was tested individually followed by system-level tests. All bias currents were generated externally by off-chip reference circuitry. All time and frequency domain analyses of signals were performed using a Tektronix DPO 3014 oscilloscope (Textronix, Beaverton, OR) and an HP 35665A signal analyzer (Hewlett-Packard Co., Palo Alto, CA), respectively. Particular instruments and software used in measurements of each block are mentioned within the associated sub-section.
B. Individual Block Evaluation 1) Vector-Matrix Multiplier (VMM):
The VMM weight voltages were generated by dual channel Keithley 2636A (Keithley Instruments Solon, OH) sourcemeters. Input clock of the VMM was generated using an TI MSP430 series microcontroller. To verify the linearity of the VMM, a sinusoidal signal that represents a gyroscope output was connected to all three sensor inputs. Additionally, a weight voltage varying from mV and 200 mV was connected to all nine weight inputs. For two different input signal magnitudes, the output varies linearly with the weight voltages as shown in Fig. 9(a) . The outputs shown in Fig. 9(b) verify the VMM operation when a 3.5 Hz sinusoidal signal is multiplied by the weight elements
The non-ideal sampling at the sensor and weight voltage multiplexing stage has a low-pass effect with a dB frequency kHz. On the other hand, the reconstruction filter bandwidth is smaller ( Hz), thereby setting the VMM bandwidth to Hz. The noise measurement was performed over the bandwidth of normal head motions ( Hz) revealing a measured VMM input-referred noise power of 2) Neural Dynamics Filters: Functionalities of both SCC and otolith filters were verified by extracting gain plots of each 1st order stage. To explore the pole/zero ranges of each stage, externally generated clocks were used. The frequency response of each stage was measured using a 100 mV sinusoidal signal as the input. By varying the clock pulse width of the stage (PW), the shift in pole/zero locations were verified (Fig. 10) . Then, frequency responses that match with typical values of the neural dynamics were obtained for both filters (Fig. 11) . The SCC filter overall frequency response was obtained using clocks generated by the on-chip clock generation block. The output noise power of the SCC filter, which uses on-chip generated clocks, was measured as nV for Hz. Supplied by V, the power consumptions of the SCC and the otolith filters were measured as 6.96 W and 1.2 W, respectively. The higher power consumption of the SCC filter is attributed to the power consumption of the on-chip generation block.
3) Frequency Encoding Block (FEB):
The input to the FEB was generated by a function generator. For frequency measurements, NI LabVIEW SignalExpress software (National Instruments, Austin, TX) was used to acquire oscilloscope data. The maximum gain of the VGA stage was measured as V/V which is close to the design target value of 6.5. The frequency measurements were made for 11 data points spanning the variable-gain OTA input voltage range of mV. For each data point frequency measurements were performed, which were averaged using MATLAB (Mathworks Inc., Natick, MA).
Measurement results are shown in Fig. 12 . For a fixed V, and when varying from V to V, the slope control (and therefore the linear range control) of the frequency-input voltage was verified [ Fig. 12(a) ]. The linear ranges of the curves span the values between 176 /sec and 500 /sec. As desired the excitatory linear range of /sec is included. For a fixed , by varying , the range of the output frequency was controlled as shown in Fig. 12(b) . Fig. 12(c) illustrates the control over the order of symmetry. By varying the select bits the asymmetry ratio can take on four distinct values between 2 and 4. The baseline frequency was controlled by varying the offset voltage bias, namely , of the asymmetric current mirror. A 5 mV change in the results in 56 Hz of difference in the baseline frequency [ Fig. 12(d)] . Fig. 13 illustrates the measurement results corresponding to the output clocks, CLK1 and CLK2. The minimum pulse duration (PD) and IPG can be adjusted to less than 1 s. Upper boundary for the PD and IPG is limited by the corresponding pulse rate. As a demonstration when , PD varied from 5 s to 630 s when , and varied from V to V. Noise of the FEB at a certain frequency is observed as jitter in the time-domain. The noise power at that frequency can be found by measuring the variance of the frequency distribution [35] . Vestibular sensation threshold refers to the minimum angular/linear motion that causes a perception of the motion when in a steady position. Therefore, noise measurements were performed by measuring the variance of a frequency distribution obtained out of 512 frequency measurements centered around a baseline frequency of Hz. 3 The measured output frequency noise power was reflected to the input to give nV . For a typical vestibular neuron firing rate maximum value of 300 Hz, the maximum power consumption was measured as 405 W.
C. System-Level Measurements
For system-level measurements, the signal processor was biased with off-chip reference circuitry. The system-level tests included dynamic range, noise, and response time measurements. For dynamic range measurements, a sinusoidal signal, , within the pass-band ( Hz) of the processor was supplied to the two randomly selected sensor inputs of the system. The pulse waveform at the selected channel output was captured using the oscilloscope for a total of 22 magnitude values within the VMM input dynamic range (20 mV to 400 mV when the weight voltages were set to 400 mV ([1 1 1] ). For each magnitude value, the measurement lasted for 40 seconds (20 cycles). The waveforms were then processed using MATLAB to find the average maximum and minimum frequency values corresponding to each weight voltage. Two plots illustrating the output pulse rate variation with input signal magnitude for both SCC and otolith channels are presented in Fig. 14(a) . For input dynamic range measurements, the of the FEB was set to V, which creates a linear dependence between the output frequency and the FEB input. The input signal range that ensures linear operation with a maximum degradation of 5% for both channels was measured as mV. The output dynamic ranges for both channels were measured as kHz. Noise measurements of the system were performed following the same approach explained in the FEB noise analysis. The output frequency noise power obtained around a baseline frequency of Hz was referred to the input of the signal processor for both SCC and otolith channels. Minimum detectable head motion values were calculated from The response time of the processor is expected to increase with decreasing output pulse rate. Therefore, to obtain upper boundary values, the processor was supplied by a 0.5 Hz sawtooth signal varying between 0 V and mV, which correspond to no head motion and maximum angular/linear inhibitory head motion, respectively. Time delay between sawtooth drop onset and the first pulse following the onset were measured for cycles, which were then averaged to obtain the response times for both SCC and otolith channels. For clarity, input and output waveforms corresponding to only the SCC channel are presented.
the measured input-referred noise values for gyroscopes and accelerometers having sensitivities of 0.4 mV/ /sec and 50 mV/g. To obtain upper boundaries for the processor response times, input and output waveforms were monitored when the input was reduced from 0 V to mV, which correspond to no head motion (baseline pulse rate of Hz) and maximum angular/linear inhibitory head motion (minimum pulse rate of Hz), respectively. To prevent low-frequency attenuation at the filter stages, rather than a step signal, a 0.5 Hz sawtooth signal was used as the input [ Fig. 14(b) ]. The time delay between the sharp drop of the input signal and the first pulse generated following the drop was measured for cycles, which were then averaged to extract the upper boundaries for the processor response times.
D. Performance Summary and Comparison
The ASIC realizes signal processing functions needed for a VP and enables control over all patient-dependent parameters. Tables I and II summarize all the performance parameters. It is noteworthy to highlight that to achieve low power operation, the VMM and the neural dynamics filters are limited to a few Ws of consumed power. In addition, the ASIC can be interfaced with analog output gyroscopes or accelerometers having sensitivities as large as 0.4 mV/ /sec and 50 mV/g respectively. The upper bound for the response time of the ASIC was measured as 12 ms, which is longer than the minimum human vestibuloocular reflex latency of 7 ms [39] . There are two blocks contributing the response time: the VMM that operates in a time-division-multiplexed manner and the FEB, which has a response time having output pulse rate dependence. Table III outlines a comparison of the ASIC with state-ofthe-art VP systems. For clarity CST, ND, and FE refer to coordinate system transformation, neural dynamics, and frequency encoding, respectively. While it is challenging to compare the host of approaches to realizing a VP, it is useful to examine the contributions of each. For example, when compared with systems using off-the-shelf components and processors [4] , [6] , [36] , the signal processor ASIC has the advantage of energy-efficiency and small footprint without compromising the functionality. Our design advances the other custom design reported in [5] , [37] , [38] through a coordinate system transformation, which could potentially improve stimulation efficacy [13] .
To compare the power efficiencies of analog and digital signal processing for a VP realized with a microcontroller, the functions designed here were also implemented on a low-power TI MSP430 series microcontroller. The MSP430 chip occupies an area of 302.7 mm and draws 7 mA of current from a 3.2 V of supply voltage, implying 22.4 mW of power consumption. From noise measurements, the minimum detectable angular velocity and linear acceleration values for the MSP430 were found as 2.3 /sec and 18.5 mg, respectively. Based on the power and dimension values summarized in Table I , it is estimated that an ASIC performing the signal processing functions in a VP for all three SCCs and two otoliths would consume 2.1 mW, occupying 10.5 mm of chip area. The measured power values of the ASIC do not include power values from the memory and the DAC circuitry that are needed to assist the core signal processing circuitry. However, with careful design of those blocks, current consumption of the custom ASIC could still be kept one order of magnitude less than the microcontroller power. Based on noise measurements of the ASIC summarized in Table II and the MSP430, minimum detectable angular velocity and linear acceleration values of both solutions exceed the requirements of the biology. However, the noise performance of the ASIC can be improved to potentially match the sensing thresholds of the vestibular organs. The measurement results verify the low-power operation of the VMM and the neural dynamics filters of the ASIC. Considering ways to improve upon the system, we first consider power. The FEB power is most dramatically affected by the CCO especially the inverters formed by M1-M4 in Fig. 7(d) . During the times when the input node of the CCO stays at a potential between the two rail voltages, inverters dissipate significant static power. A method to limit the static power consumption would be to reduce the sizes of M1-M4. Simulation results show that reducing from 48/2 to 0.9/20, the CCO power consumption decreases drastically.
The second improvement that can be made is with the noise performance, which in turn would improve the detection thresholds for head motion. Using noise measurements from the overall system, the detection thresholds for angular and linear motions were calculated as 12.4 /sec and 78 mg, respectively. As an effort to meet the detection thresholds of the SCCs (2 /sec) and otoliths (15 mg) three modifications can be done on the circuit: 1) Changing the transconductance elements from nMOS-input to pMOS-input to reduce the flicker noise, 2) Increasing input transistor dimensions of the transconductance elements to reduce both the flicker and the kT/C noise, and 3) Preparing a PCB for the ASIC to reduce the susceptibility of the wires to EM noise pickup.
The third improvement that can be made is designing additional circuitry that would enable amplitude modulation as an encoding method alternative to or in conjunction with the frequency modulation. Human and animal studies have shown that both frequency and amplitude modulation could serve as effective modulation strategies [40] - [42] . To achieve this flexibility a current controlled current source can generate a stimulation current that is linearly dependent upon the output of the asymmetric current mirror. Selection of modulation strategy (i.e., frequency modulation, amplitude modulation, a combination of both) can be achieved by a multiplexer block.
Finally, the ASIC can be integrated with additional blocks to build a complete VP. These blocks would include: 1) Digital blocks to program the design (e.g., memory elements, D/A converters, a digital communication block), 2) Power management blocks (e.g., wireless link to transmit power to the implant units), 3) A current stimulation block to stimulate the neurons, and 4) Inertial sensors.
VI. CONCLUSION
The signal processor ASIC reported here implements three critical features of a vestibular prosthesis. First, with functionality that can be determined by patient-dependent parameters (e.g., matrix weights, stimulation frequency range, etc.), stimulation efficacy may be improved. Second, the ASIC is energy efficient and, third, the ASIC presents a small footprint. When combined with focused stimulation and low-power inertial sensors [43] the ASIC lays a promising foundation for building a battery-operated small footprint prosthetic device to overcome vestibular loss for patients suffering from bilateral vestibular dysfunction.
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